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LINE2design, Inc. Battery Powered Track Stair Chair - Yellow 

Item # 70019-Y-BAT 
 

 

LINE2design, Inc. Battery Powered Track Stair Chair - Yellow  

Specifications & Features 
 LINE2design Battery Powered Wheelchair Stair Climber - Yellow 

 
Model #  70019-Y-BAT   
Length:  31 ½ “  
Width:  20 ½ “  
Height:  40 ½ “with Operator Handle down 
Height:  62” with Operator Handle extended up 
Weight:  66 lbs.  
Max. Load: 400 lbs. 

 Battery Powered Wheelchair Stair Climber 

 24 Volt Battery 

 2 On/Off Keys 

 2500 Stairs on a Full Charge 

 Tubular Frame Construction 

 Height Adjustment 40 ½ ” to 62” 

 Adjustable Head Support 

 3 Position Track Angle 

 Molded Hand Grips 

 Sturdy Seat Restraint 

 5 “  Rear Wheels   

 4 “ Front Swivel Wheels 

 Rear Wheel Foot Brakes 

 Easy Set-up 

 Folds Compactly for Storage 

 Bright Yellow for High Visibility 
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LINE2design, Inc. 
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Mentone, CA  92359 
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Locking Hand Grips 
 

 

Safety Restraint Belt 

5” Back Wheels with Brakes  
Rear Wheel Brakes on Both Wheels 

Adjustable Padded  
Operator Handle  

Power Stair 
 Track System 

Footrest 

The extension handles in front of the 
Battery Powered Wheelchair Stair 
Climber extend to use in case of 
power failure. 
 
Push the red button to release the 
front handles.   
 
Make sure the handles are fully 
extended and locked into position 
prior to use. 

Adjustable Head Support 

4” Front Swivel Wheels 

Patient Arm Rest/Hand-Grip 

Battery/Power Unit 

Control Panel 

http://www.line2design.com/
http://www.line2ems.com/
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Operator Handle Release Bar (upper red bar) 
Push in operator handle release bar towards 
chair to raise or lower the upper handle.  
 

Always make sure the operator handle is in 
position prior to use. 

Track Release Bar (double red bar) 
Grasp the track release bar and push 
towards arrow to release the tracks 
into position for transport.  Always 
ensure tracks are locked into place 
before transporting patient. 
 
To put tracks up for transportation on 
flat surfaces or for storage grasp the 
track release bar and push towards 
arrow and push down until the tracks 
are flat against the chair and locked 
into place. 

Fold Away Bar 
When folding chair for storage, lift up 
red bar towards the arrow, and fold. 

Control Panel 
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In Case of Power Failure: The handles in front 
of the Battery Powered Wheelchair Stair 
Climber extend for easy transportation.  Push 
down on red button to extend or retract. 
 

Make sure the front handles are fully 
extended and locked into place before use. 
Handle Length: 14.25” 
 

 

Rear Wheel Brakes  
(Both wheels) 
 

To apply brakes:  
Push down on red lever. 
To release brakes:   
Push down on grey lever. 

Molded Locking Hand Grips 
Locking handles lift up to   

transport patient on flat surfaces.  
 

Handles fold down for storage. 

CLEANING AND STORING 

 Clean the Battery Powered Wheelchair Stair Climber with a clean cloth or soft brush and warm 
soapy water.  

 Rinse with warm water and air dry completely. 

 Do NOT clean with products containing bleach or phenol.  

 A stiff bristled brush can be used if necessary. 

 Always clean the chair before storing. 

 Make sure the chair is completely dry before storing. 

 Make sure there are no rocks or debris in the track before storing. 

 Make sure the chair is NOT damaged and working properly before storing. 

 Store in a clean and dry area. 

 Do Not Lubricate the Track Stair Chair System or any other part of the track system.  

 Lubricants on the belts or track can cause the chair to perform unpredictably, resulting in injury to 
the patient and/or operators. 

 If track or belts pick up oil or grease during use, clean the track and belts with a mild all-purpose 
cleaner before using the chair again. 

 Always perform a complete inspection on the chair before storing; making sure the chair is free 
from any defects. 

 After each use ensure the battery is adequately charged and ready for the next transport. 

 Always turn power OFF on control panel, and turn the key on power unit to the OFF position 
before storing. 

 

 

 
 

 

http://www.line2design.com/
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OPERATION GUIDELINES & INSTRUCTIONS  
  

LINE2design, Inc. Battery Powered Wheelchair Stair Climber - Yellow 
Item # 70019-Y-BAT 

Please keep instructions for future reference. Store with the Stair Chair for reference and/or new users. 
 

SETUP 

 Remove all packaging materials before use 

 NEVER modify the chair to fit in storage area/compartment 
 

 

 

 

 

 

 
 

 

 

   
 

 

 

 
To Unfold the Battery Powered Wheelchair Stair Climber 

1. Stand behind the chair. 
2. Apply rear wheel brakes on both wheels. 
3. Unbuckle strap in front of chair. 
4. Push the backrest and seat out until they lock into 

place. 
5. Lower footrest. 
6. Release operator handle bar (red) and pull up the 

operator handle completely to the last locked position. 
7. Attach head support. 
8. Pull up on the seat to make sure that it is locked in the 

unfolded position. 
9. If the chair does not fold then it is in the locked 

position. 
 
To Fold the Battery Powered Wheelchair Stair Climber  

1. Apply rear wheel brakes on both wheels. 
2. Fold up the footrest. 
3. Remove head support and place on seat. 
4. Fold down patient arm rest and rear locking hand 

grips. 
5. Turn off power on control panel. 
6. Turn the key on battery to the OFF position. 
7. Use the track release bar to fold the track system. 
8. Use operator handle release bar to return the operator 

handle to the lowest position. 
9. Tip the chair back. 
10. Stand at the side of the chair and pull up on the red 

fold away bar. 
11. Fold the seat up to the backrest. 
12. Use safety restraint to secure chair in the folded 

position (above front wheels). 
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OPERATION GUIDELINES & INSTRUCTIONS  

LINE2design, Inc. Battery Powered Wheelchair Stair Climber - Yellow 
Item # 70019-Y-BAT 

Please keep instructions for future reference. Store with the Stair Chair for reference and/or new users. 
 

Charging the Battery 
1. Turn the battery key clockwise to the “off” position. 
2. On the side of the battery press the red button until the green lights illuminate to check battery power  

a. 1 green light      30% battery charge 
b. 2 green lights    60% battery charge 
c. 3 green lights    Fully charged 
d.  Red Light           Battery low 

3. To charge the battery: unscrew the battery connection cable counter clockwise. 
4. Plug in the battery charger connection cable to battery charger and into power outlet. 
5. When the battery is completely charged (approximately 4 hours) remove cable and tighten the connection to 

the battery by turning clockwise. 
 

NOTE:  Do NOT remove battery for charging.  Only remove the battery for replacement. 
 

Preparation for use   
1. Always perform a complete inspection on the Battery Powered Wheelchair Stair Climber before storing and 

prior to each use. Ensure the chair is free from any defects and that the chair is working properly.  Check all 
bolts, screws, safety belts, wheel brakes lift handles and track system are working properly. 

2. Turn the key on battery to the ON position. 
3. Make sure the battery is adequately charged.  
4. Unfold the Battery Powered Wheelchair Stair Climber completely and make sure everything is locked into place. 
5. Release the Operator Handle Release Bar to extend the Operator Handle up to the maximum height and lock 

into position. 
6. Perform a complete inspection making sure everything is operational; straps are in good repair, bolts tightened, 

and free from any defects. 
7. Attach the head support. 
8. Apply both rear wheel brakes before your patient is seated in the chair. 
9. Secure safety restraint belt on the patient. 
10. Push footrest down and have patient place their feet on the footrest. 
11. To release the tracks, grasp the red track release bar in the direction the arrow is pointing. 
12. Continue to slide the bar on the tracks back until the tracks engage in a locked position. 

 

 

Key for Battery 
 
Battery Connection Cable 
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OPERATION GUIDELINES 
INSTRUCTIONS  

LINE2design, Inc. Battery Powered Wheelchair Stair Climber - Yellow  
Item # 70019-Y-BAT  

Please keep instructions for future reference.  
 

Go to YouTube to view an instructional demonstration  
https://www.youtube.com/watch?v=SGWTju6liYI 

 
Operator trainees need to:   

o Read and understand this manual.  
o Be trained on the use of the chair.  
o Practice with the chair before using it with a patient. 
o NEVER use the chair with untrained operators. 

 Operators using the chair need: a working knowledge of emergency patient-handling procedures, and the ability 
to assist the patient. 

 The LINE2design Battery Powered Wheelchair Stair Climber-70019-Y may be used with one trained operator; 
however, we strongly recommend using a second operator to assist. 

 Always use both rear wheel brakes during patient transfer in and out of the chair. 

 Always use seat restraint strap to secure the patient in the Battery Powered Wheelchair Stair Climber prior to 
transporting patient.  An unrestrained person may fall and be injured. 

 Always double check safety restraint strap prior to transporting patient. 

 Do not attempt to transport patient loads greater than what you can safely handle. 

 Always advise the patient before you move the chair, ascend or descend stairs.   

 Always stay with the patient and keep control of the chair at all times. 

 To avoid tipping, do not apply a wheel lock when the Battery Powered Wheelchair Stair Climber is in use or 
when moving. 

 Always insure that the tracking system is locked into place before transporting a patient. 

 Avoid getting dirt or other debris inside the tracks.   

 The Battery Powered Wheelchair Stair Climber may not work properly on all stair surfaces and in all weather 
conditions.   You may encounter varying degrees of resistance.  Water, ice or debris on the stairs can affect the 
operator’s footing and proper operation of the Battery Powered Wheelchair Stair Climber.    

 Always make sure the path is clear or use an alternate route.  

 DO NOT modify the Battery Powered Wheelchair Stair Climber; only use the chair as built and assembled by 
LINE2design. 

 After each use ensure the battery is adequately charged and ready for the next transport. 

 Before storing always turn power to OFF position on control panel. 

 Turn the key on battery to the OFF position. 

 Before and after each use ensure the Battery Powered Wheelchair Stair Climber is working properly, in good 
condition and free from any defects. 
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LINE2design, Inc. Battery Powered Wheelchair Stair Climber - Yellow  

Item # 70019-Y-BAT  

ASCENDING STAIRS 
1. Turn the key on the battery/power unit to the ON position. 
2. Make sure your patient is secure in the chair, double check safety restraint. 
3. Back the chair to the base of the stairs, approximately 10” from the bottom step. 
4. Apply both rear wheel brakes. 
5. Pull the red track release handle toward arrow to release the track, pull away from chair until it locks into place. 
6. Release both rear wheel brakes. 
7. Push the red power button on the control panel to the ON position. 
8. Pull the operator handle to tilt the chair towards you. 
9. Press the green UP button on control panel, while firmly gripping the operator handle and positioning the chair near the 

stairs. 
10. Guide the chair up the stairs, always keeping your hands on the operator handle. 
11. When you reach the top of the stairs, continue going back until the chair is completely on a flat surface and a safe distance 

from the stairs. 
12. Push the operator handle forward to rest the chair on all four wheels. 
13. Turn power OFF on control panel. 
14. Apply both rear wheel brakes. 
15. Fold tracks in to an upright and locked position, using the red track release bar. 
16. Release both rear wheel brakes. 
17. Fold out two rear handles and lock into position to transport the chair on flat surfaces to your destination. 

NOTE:   
While it is possible for one person to operate the chair, we highly recommend using a second operator to stand to assist as 
needed and as an emergency back-up. The second operator may use the bottom front extension handles to assist in guiding 
the chair when power is not available. 

DESCENDING STAIRS 
1. Move the stair chair a few inches from the top step, facing the staircase. 
2. Make sure your patient is secure in the chair, double check safety restraint. 
3. Move the stair chair a few inches from the top step, facing the staircase. 
4. Apply both rear wheel brakes. 
5. Push the red track release bar towards the arrow to release and lower the tracks. 
6. Pull the tracks away from the chair until they lock into place in the proper position for the stairs. 
7. Extend the operator handle to the maximum locked position. 
8. Release both rear wheel brakes. 
9. Use the operator handle to lean the chair back until the track is at the same angle as the stairs, and the tips of the tracks are 

resting on the floor. 
10. Turn ON track system by pressing the red power button on control panel. 
11. Press the green DOWN button on control panel. 
12. Pull the operator handle down to keep the track flush against the stairs. 
13. When you reach the bottom of the stairs and back wheels touch the level surface at the base of the stairs, use the operator 

handle to push the stair chair into an upright position to resting on all four wheels. 
14. Turn power track system OFF by pushing the red power button on the control panel. 
15. Using the red track release bar fold the tracks into an upright and locked position. 
16. Take patient to destination; apply both rear wheel brakes before your patient disembarks from the chair. 

 
LINE2design, Inc. 

1500 Crafton Avenue, Building 128 
Mentone, CA  92359 

909-798-1829 
www.LINE2design.com   www.LINE2EMS.com 

http://www.line2design.com/

